Al)  AlOfl  795  USING  ELECTRONIC  MEASUREMENT  EQUIPMENT  IN  WINTER ( U > 
COLD  REGIONS  RESEARCH  AND  ENGINEERING  LAB  HANOVER  NH 
R  1  ATKINS  JUl  fil  CRRFI  *81-1 

MNCIASSIFIFD  p/G  14/2 


Colo  Regions  Technical  Digest 


No.  *1-1,  JULY  Ittl 


in 

o> 

IV 

I 

< 

i 

Q 

< 


DISTRIBUTION  STATEMENT  A 


Approved  floe  public  hImm| 
Dittttmttoi  Unlimited 


lJ 


Using  electronic 
measurement  equipment 

in  winter 


o 

CO 


Introduction 


Li_ 


C  } 


2* 


DTI 

ELECTE 
OEC  2  1  S84 

B 


The  author,  an 
electronics  engineer, 
is  Chigf  of  CRREL’s 
Technical  Services 
Division. 


It  is  well  known  that  heat  is  the  enemy  of  electronic  semi¬ 
conductor  devices  because  it  causes  high  noise  voltages  and 
large  leakage  currents.  But  low  temperatures  can  also  present 
problems— for  example,  high  junction  voltages,  loss  of  her¬ 
metic  seals,  and  breaks  in  input/output  lead  wires. 

Today,  electronic  instrumentation  and  measurement 
equipment  can  be  successfully  operated  in  a  winter  Held  envi¬ 
ronment  much  more  readily  than  10  or  even  S  years  ago. 
Semiconductor  devices  like  trgnsistors,  diodes,  silicon  control 
rectifiers  (SCR’s),  and  operational  amplifiers  will  work  at 
temperatures  down  to  -AV°C.  With  modem  integrated  circuit 
technology  it  is  much  easier  to  obtain  excellent  thermal  per¬ 
formance  from  a  circuit  since  the  entire  circuit  is  concen¬ 
trated  on  a  small  chip,  guaranteeing  that  all  its  components 
will  have  a  uniform  temperature.  Better  design  strategies  are 
constantly  being  developed  to  keep  electronic  devices  well 
behaved  over  wide  temperature  ranges.  <f~ — -  -  - 
Still,  there  are  pitfalls  to  be  avoided  when  using  electronic 
equipment  in  a  winter  field  environment.  Before  potential 
problem  areas  and  ways  to  avoid  them  are  discussed,  a  defini¬ 
tion  of  “winter  field  environment”  is  necessary.  For  the  pur¬ 
pose  of  this  article  it  means: 
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•  Nighttime  temperatures  around  -t2°to-18°C  but  occa¬ 
sionally  as  low  as  -30°  or  -40°C. 

•  Daytime  temperatures  around  -5  °C  but  occasionally  as 
high  as  +  5  °C. 

•  Low  relative  humidity. 

•  Some  days  with  bright  sunshine  and  some  dark  days  with 
low  visibility. 

•  A  foot  or  two  of  relatively  dense  snow  on  the  ground, 
periodically  topped  off  by  a  snowfall  of  lighter,  fluffy 
snow. 

•  Occasional  blowing  snow,  usually  Tine  and  powdery. 

•  Occasional  thaw  periods  with  above-freezing  tempera¬ 
tures,  thick  ground  fog,  and  rain. 

The  discussion  of  how  these  winter  conditions  can  cause 
problems  will  be  broken  into  three  categories:  1)  commercial 
equipment,  2)  individual  components,  and  3)  installation 
techniques.  The  examples  cited  are  not  meant  to  be  all- 
inclusive,  but  merely  representative  of  the  types  of  problems 
that  occur.  Obviously  there  will  be  some  overlapping,  since 
certain  problems  are  common  to  all  categories. 

Electronic  measurement  equipment  that  is  large  and  com¬ 
plex  will  be  kept  in  heated  instrumentation  vans  and  therefore 
will  probably  never  be  exposed  to  cold.  Nevertheless,  electric 
power  and  heaters  have  been  known  to  fail,  so  it  is  a  good 
idea  to  check  to  see  what  the  equipment’s  storage  tempera¬ 
ture  is.  If  it  can’t  be  stored  at  -30°C  or  so,  a  back-up  heating 
system  might  be  considered— kerosene  or  propane  space 
heaters,  for  instance.  Examples  of  equipment  that  can  be 
damaged  at  -30°C  include  any  device  that  uses  a  liquid  crys¬ 
tal  display  as  well  as  some  meters,  especially  those  with  taut- 
band  suspensions.  Some  instruments  contain  these  devices  as 
’’specials”  which  have  been  designed  to  withstand  the  cold. 
Check  the  equipment  manual.  There  may  or  may  not  be  a 
problem. 

A  second  group  of  commercial  instruments  that  may  have 
problems  is  the  test  equipment  used  to  support  the  main  in¬ 
strumentation  system.  Examples  of  this  equipment  are  digital 
volt -ohm  meters,  oscilloscopes,  thermocouple  readers,  multi¬ 
meters  and  counters.  Very  often  equipment  of  this  type  is 
battery-operated.  It  may  be  used  to  install,  monitor,  align, 
calibrate  or  repair  outside  equipment,  and  may  therefore  be 
exposed  to  whiter  conditions  for  up  to  several  horn.  If  test 
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equipment  is  to  be  used  in  this  manner,  the  following  points 
should  be  considered. 

Even  though  a  piece  of  equipment  appears  to  operate  cor¬ 
rectly  at  low  temperature,  it  is  always  a  good  idea  to  have 
some  means  of  checking  it,  even  if  only  at  a  single  point.  For 
example,  a  digital  multimeter  can  always  be  checked  by  short¬ 
ing  its  leads  on  its  lowest  “volts”  range  to  be  sure  it  reads 
zero.  Another  check  is  to  keep  a  precise  resistor  with  a  low 
temperature  coefficient  (10  ppm  or  less  per  degree  Celsius)  on 
hand  and  occasionally  check  the  “ohms”  range.  For  a  ther¬ 
mocouple  reader  a  short  piece  of  thermocouple  wire  can  be 
put  under  the  tongue  to  read  a  “known”  temperature.  If  this 
is  done,  the  thermocouple  wire  should  be  held  tightly  with 
both  hands  where  it  exits  from  the  mouth  to  prevent  an  erro¬ 
neous  reading  due  to  heat  conduction  along  the  wire.  It  is  also 
possible  to  carry  an  ice  bath  as  a  temperature  reference,  but 
this  thermal  system  must  be  kept  above  0°C  to  work  prop¬ 
erly.  For  volt-ohm  meters,  a  couple  of  small  batteries  can  be 
kept  in  the  pocket  to  check  “volt”  scales. 

Some  hand-held  instruments  have  low-temperature 
“specs”  down  to  -40 °C.  However,  they  may  give  inaccurate 
readings  during  the  transition  from  one  temperature  to 
another.  The  reason  for  this  is  that  during  the  transition  com¬ 
pensation  circuits  may  not  all  be  at  the  same  temperature. 
This  problem  becomes  especially  severe  if  the  instrument  is 
repeatedly  taken  from  a  heated  vehicle  into  the  cold  and  back 
again,  (f  thermal  gradients  cause  problems,  the  easiest  solu¬ 
tion  is  to  keep  the  instrument  inside  your  coat  while  it  is  in  the 
cold,  or  else  keep  it  in  a  small  Styrofoam  box  so  that  tempera¬ 
ture  cycling  is  minimized.  Another  point  is  that  testing  of 
equipment  at  low  temperatures  should  include  a  test  during 
temperature  transition. 

Instruments  with  LED  (light  emitting  diode)  readouts  may 
be  a  problem  on  bright,  ninny  days  with  strong  reflection 
from  the  snow  cover.  Dark  glasses  help  some,  but  it  may  be 
necessary  to  put  the  instrument  under  your  coat  or  in  a  box  to 
keep  the  display  from  “washing  out.” 

Instruments  that  have  been  left  in  the  cold  long  enough  to 
become  thoroughly  chilled  should  be  wrapped  in  air-tight 
plastic  before  being  brought  into  a  warm  environment.  This 
is  to  prevent  the  warm  air  from  coming  in  contact  with  the 
cold  circuit  boards.  If  this  should  occur,  the  air  will  be  chilled 
below  its  dewpoint  temperature,  and  moisture  will  “condense” 
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onto  the  circuit.  Since  the  volume  resistivity  of  this  moisture 
is  about  20,000  ohms  or  so,  it  will  almost  certainly  cause 
problems  in  today's  high  resistance  circuits.  Of  course  the  in¬ 
strument  won't  be  permanently  damaged,  but  it  will  be  use¬ 
less  until  it  dries  out. 

As  a  rule,  strip  chart  recorders  must  be  kept  warm  in  the 
field.  Otherwise,  the  ink  freezes  and  the  lubrication  on  the 
chart  drive  and/or  slide  wire  causes  sluggish,  unreliable  oper¬ 
ation.  There  are  some  recorders  that  were  designed  for  winter 
field  operations.  They  have  alcohol-based  inks  and  Teflon 
gears.  They  cost  more,  but  may  be  worth  it. 

kkMdual  Many  field  instrumentation  systems  involve  some  sort  of 

. _  non -commercial  interface  or  control  circuit  which  was 

nip  on  an  ta  <|e$jgne(|  ^  built  by  the  users.  The  components  that  go  into 
these  circuits  deserve  some  consideration. 

Semiconductor  devices  can  generally  be  purchased  as  mili¬ 
tary  grade,  industrial  grade,  or  commercial  (consumer) 
grade.  The  low  temperature  "spec''  for  full  performance  on 
military  grade  devices  is  -40  “C  or  lower,  while  on  industrial 
grade  devices  it  is  generally  0*C.  For  winter  operations  it  is 
worth  spending  the  extra  money  for  the  military  grade,  espe¬ 
cially  for  integrated  circuit  devices,  both  analog  and  digital. 

Small  components  all  have  their  peculiar  problems  at  low 
temperatures.  For  instance,  carbon  resistors  and  some  cap¬ 
acitors  have  exceedingly  high  temperature  coefficients  (1000 
ppm  per  degree  Celsius  and  even  higher).  Some  electrolytic 
capacitors  will  fail  below  O^C;  variable  resistors  become  stiff 
and  difficult  to  turn;  liquid  crystal  displays  get  sluggish  and 
difficult  to  read;  and  rotary  switches  become  stiff  and  hard  to 
turn.  The  solution  is  to  use  mil-spec  components  whenever 
possible.  It  is  also  a  good  idea  to  test  completed  circuits  in  a 
freezer,  just  to  be  sure. 

Batteries  are  especially  troublesome  at  low  temperatures. 
AH  commercially  available  batteries  lose  some  of  their  capac¬ 
ity  as  the  temperature  drops.  However,  lend  acid  ceils  (in¬ 
cluding  sealed  cells)  wiQ  probably  give  the  best  low  tempera¬ 
ture  performance.  Ni-cad  batteries  also  do  wed  in  the  cold. 
Mercury  cells  in  general  wUl  perform  poorly  except  at  very 
light  loads.  Carbon-zinc  batteries  are  somewhat  better  than 
mercury  ceUs,  but  for  prolonged  operation  it  is  probably  a 
■ood  idea  to  run  a  second  sat  of  batteries  la  nan  lift  hi  order 
to  double  the  normal  capacity. 


Connectors  can  be  particularly  troublesome  in  a  winter  en¬ 
vironment.  Low  temperatures  normally  do  not  bother  con¬ 
nectors,  but  blowing  snow  will,  unless  the  connectors  are  her¬ 
metically  sealed.  Also,  snowpacks  normally  have  some  liquid 
water  in  them,  especially  on  bright,  sunny  days.  If  a  connec¬ 
tor  is  lying  on  or  in  the  snow  it  will  almost  certainly  get  water 
in  it  unless  it  is  hermetically  sealed.  If  connectors  are  to  be 
left  out  for  any  period  of  time,  it  is  probably  worth  while  to 
wrap  them  with  a  plastic  sheet  and  seal  both  ends  with  rubber 
bands  or  tape. 

Cables  and  wires  are  normally  not  troublesome  in  the  win¬ 
ter,  but  their  insulation  can  be.  The  polyvinylchloride  (PVC) 
insulation  used  on  most  standard  wire  and  cables  becomes 
stiff  and  difficult  to  work  at  temperatures  much  below  -8°C, 
and  at  very  low  temperatures  (-20  “C  and  below)  it  becomes 
brittle  and  cracks  if  flexed  at  too  small  a  diameter.  Neverthe¬ 
less,  it  is  possible  to  use  PVC  at  low  temperatures  if  it  is  posi¬ 
tioned  in  the  field  while  relatively  warm  and  then  not  unduly 
flexed.  Polyethylene  insulation  doesn't  crack  at  low  tempera¬ 
tures  but  it  becomes  so  stiff  it  is  almost  impossible  to  work 
with.  One  particularly  irritating  characteristic  of  polyethylene 
is  its  tendency  to  coil  back  up  on  itself  if  spooled  out  at  low 
temperatures. 

Teflon  and  nylon  both  perform  well  in  the  cold,  remaining 
reasonably  flexible.  Most  rubber  insulations  also  will  cause 
no  problems  but  should  be  checked  for  low  temperature  use. 

Coaxial  cable  sometimes  becomes  noisy  at  low  temperature 
due  to  charge  generation  caused  by  thermal  expansion  of  the 
wire,  insulation,  and  shield.  Special  low-noise  coaxial  cables 
are  available  but  are  generally  quite  expensive.  However,  they 
may  be  the  only  answer  in  circuits  with  low  level  signals.  Test¬ 
ing  cable  for  this  problem  is  easy:  a  coil  can  be  placed  in  a 
freezer  and  checked  for  normal  system  performance  while  it 
is  cooling. 

Panel  meters  also  have  problems  in  winter  environments. 
The  low  temperatures  cause  sluggish  response  in  meters  with 
jewel-bearing  suspensions;  and  taut -band  meters  may  be  per- 
mmmmuy  liwimro  uy  tiiw  uuu  comf  icuovs  m  ww  icmpcni* 
tines.  Fortunately,  both  types  of  meter  movements  arc  avail¬ 
able  hi  low  temperature  versions  and  the  use  of  one  of  these 
"specials"  may  be  advisable. 

Some  panel  meters  have  plastic  face  covers  which  wifi  re¬ 
tain  electrostatic  charge  to  the  point  where  the  meter  move- 


ment  can  be  pulled  from  its  “correct”  position  and  held 
there.  A  quick  check  for  this  condition  is  to  draw  a  Anger 
across  the  plastic  face  of  the  meter  just  above  the  needle  and 
see  if  the  needle  moves.  If  it  does,  the  meter’s  reading  is 
suspect.  This  problem  is  really  not  peculiar  to  cold  environ¬ 
ments  but  it  is  deAnitely  intensified  by  the  low  humidity  found 
in  the  winter  environment.  A  temporary  solution  to  this  prob¬ 
lem  is  to  wet  a  Anger  and  rub  it  on  the  meter’s  face  cover. 
This  process  will  eliminate  the  static  charge  long  enough  to 
insure  a  correct  reading.  Anti-static  sprays  are  also  useful  in 
solving  this  problem. 

When  an  instrumentation  system  that  will  be  operated  in  a 
winter  environment  is  being  planned,  there  are  certain  points 
that  need  to  be  considered: 

It  is  almost  impossible  to  solder  leads  in  the  typical  winter 
environment  because  of  the  difAculty  in  heating  the  wire 
enough  for  the  solder  to  flow.  Therefore,  if  cables  need  to  be 
permanently  made  up  in  the  field,  crimping  leads  together  or 
using  “poke-home”  connectors  is  advisable. 

If  a  junction  box  is  to  be  installed  in  the  field,  spade  lugs 
and  barrier  strips  are  the  easiest  way  to  make  connections.  If 
possible  the  spade  lugs  should  be  put  on  the  cable  leads 
before  the  Add  work  begins.  In  fact,  all  possible  installations 
should  be  completed  ahead  of  time. 

Junction  boxes  have  to  be  sealed  against  blowing  snow  and 
meltwater  in  the  snowpack.  If  snow  gets  in,  it  will  almost  cer¬ 
tainly  melt  due  to  solar  radiation,  and  the  meltwater  could 
very  well  provide  a  low  impedance  path  between  circuits. 

Many  of  today’s  digital  multimeters  (DMM)  use  push  but- 
torn  to  change  ranges  and  functions.  A  check  should  be  made 
to  see  if  they  can  be  operated  with  gloves  on.  If  not,  a  small 
wooden  dowel  can  be  used  as  a  range  change  “tool.” 

Field  personnel  can  protect  instruments  by  keeping  them 
under  their  coats.  A  coat  that’s  a  little  oversize  helps. 

If  a  connector  or  similar  type  equipment  is  dropped  in  the 
snow,  it  should  not  be  blown  onto  tint  the  snow  out  of  it .  The 
human  breath  has  a  lot  of  moisture  in  h  and  it  will  freeze  onto 
the  connector’s  pins  or  sockets,  creating  “open  circuits”  in 
some  of  the  connector  leads. 

If  electrical  power  is  available,  a  Styrofoam  box  can  make 
a  cheap  heated  shelter  for  small  instruments.  For  example,  a 
I -meter  cube  made  with  7-cm-thick  Styrofoam  can  be  easily 
heated  by  a  40-watt  Kghtbufe.  This  will  keep  the  instrument 


above  freezing  down  to  ambient  temperatures  as  low  as 
-30  °C.  A  cheap  thermostat  (on-off  controller)  can  be  used  to 
keep  the  box  from  overheating.  In  extremely  cold  weather  a 
60-watt  bulb  can  be  used. 

The  open  literature  contains  very  little  information  on  the  Roforoncoo 
specific  problems  encountered  when  using  electronic  meas¬ 
urement  equipment  under  winter  field  conditions.  This  type 
of  information  is  more  often  found  in  journal  articles  and 
reports  written  primarily  to  describe  data  obtained  and  the 
conclusions  drawn  from  it. 

The  more  general  topics  of  winter  environments,  compo¬ 
nent  testing  and  equipment  performance  are  contained  in  a 
variety  of  handbooks,  catalogs,  manuals  and  compilations.  A 
representative  sample  is  listed  below. 


Atkina,  R.T.  (1971)  Use  of  instrumentation  under  arctic  con¬ 
ditions.  In  Proceedings  of  the  Arctic  Logistics  Support  Tech¬ 
nology  Symposium,  November  1-4,  1971,  Hershey,  Pennsyl¬ 
vania,  p.  183-188. 

instrument  Society  of  America  (1974)  Standards  and  Prac¬ 
tices  for  Instrumentation.  Pittsburgh,  Fourth  Edition. 

Union  Carbide  Corporation  (1971)  Eveready  Battery  Appli¬ 
cations  Engineering  Data.  New  York. 

U.S.  Army  (1969)  Basic  environmental  concepts.  Engineering 
Design  Handbook,  Environmental  Series,  Part  One.  U.S. 


Army  Materiel  Command,  AMCP  706-1  IS. 

UJS.  Army  (1977)  Man  and  materiel  in  the  cold  regions.  U.S. 
Army  Cold  Regions  Test  Center,  Fort  Greely,  Alaska,  Part  1. 
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